[Aspects related to the safety of the workers in magnetic resonance for clinical use].
Some practical items, concerning the safety of workers employed in clinical NMR sites are described. In particular, the connections between safety, and arrangement of some installations, like electric system and cryogenic system, are pointed out. The consideration of the physical properties of the cryogens used in such sites can determine different designing criteria of these plants. Furthermore, the connections among properties of cryogens, characteristics of electric system, and prevention of fire are considered.